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ABSTRACT

In September 1997, thd.S. Department of EnergyDOE) and U.S. Environmental Protection
Agency (EPA)co-sponsored a damstration ofseveral multimetatontinuous emission monitors
(CEMs). The demonstration, performed at the EPA NatioR&k Management Research
Laboratory,Air Pollution Prevention and Contr@ivision’s combustionlaboratory in Research
Triangle Park, NC, involved the side-by-side testing of sewelimetal CEMs at varioustages of
commercialization. A series of tests were performed to compare resulttheanultimetalCEMs
to Method0060, the EPA reference method (Riy metalsemission measuremenissing the
relative accuracy test audit (RATA) protocol. The EPA operated the test facilifyesiodmed the
RM sampling, anekach multimetal CEM waseperated by thénstrument’'srespective developer.
To accomplish these tests, agueous solution of sitoxic metals (arsenic, berylliuncadmium,
chromium,lead,and mercury), alongith flyash from a coal-fireditility boiler, was injected into
the afterburner of thEPA'’s rotary kiln incinerator simulatdiacility to generate a copustor flue
gas with realistic post-flue gas cleaning system particulate loadings and target metals concentrations
of approximately 15 and 75 pgimwhich constituted the low antigh concentrationtest
conditions. The multimetal CEMs that participated in thest includedtwo laser-induced
breakdown spectroscopy (LIBS) systems, taductively coupled plasma (ICP) systemssgark-
induced breakdown spectroscof®IBS) system, a hazardowdementsampling trainwith x-ray
fluorescence (HEST/XRF), and acnowave plasma system.Ten RM-CEM sample pairavere
taken at boththe low and high concentration test conditions, ahd relative accuracies of the
multimetal CEMs were calculated. This tpsbvided performance data that will beed toassess
the current state of the art in multimetal CEMs.



INTRODUCTION

In theory, multimetatontinuous emission monitors @iimetal CEMs) offer aneffective way to

control pollutants and monitocompliance withemission regulations. DraffPA regulation$

provide incentives to use CEMSs to reduce waste feed characterization and to reduce dependence on
operating parametefer compliance verificationHowever, multimetal CEMechniques are more
complex than CEM¢or other pollutants that are already commerciallgilable. Technicatisks

present serious barriers to commercialization. Of these barriers, perforvesfication isone of

the most important.

This paper describethe third in aserie$® of multimetal CEMperformance tests conducted
jointly by EPA andDOE. Thistest was conducteduring Septembet997 atthe Rotary Kiln
Incinerator Simulator (RKIS) facility at the EPA NatiorRisk Management Research Laboratory,
Research Triangle Park, North Carolina.

This test was designed to measure the performancrilimetal CEMsfor regulatorycompliance
applications. As such, the test focused on six metals currently slated for regulation in the draft EPA
Maximum Achievable Control Technology (MACT) ruledor hazardouswaste corbustors:

arsenic (As), beryllium (Be), cadmium (Cd), chromium (Cr), lead (Pb), and mdkgjynote that
antimony was dropped from the draft MACT rule during 199The most important performance

issue is Wmether the CEMs can quantitativelyeasureall six metals. Toaddress thigssue, two
parametersvere neasured: 1) detectability [at the concentratiesed, compared toequired
Method Detection Limits(MDLs)], and 2) relative accuracy (RA), which is thaverage CEM
measurement compared to the EPA Referenethddl (RM) measuremendluring the sametime

period. EPA Method 0080was used as the RM.

Another importanissue when usingnultimetal CEM data is datacatter. Data scatter is an
important consideration because theiltimetal CEM is reasuring metalghat are in both
particulate and gas-phase, aspposed tothe gas-phase only measurementade by most
conventional CEMs. This parameter is more difficult to measure sin@etiled minute-to-minute
variability in trace metals concentration in the process is not known. In addition, data scatter can be
a function of both facility flue gas variatioasd themultimetal CEMtechnology in question. No
National Institute of Standards and Technology (NIST) traceable “metals calibration gas” exists to
compare the instruments’ real-time readings to a known source. To try to qdatdifycatter, the
standarddeviation of the dataets duringeach measuremeperiod iscalculated. Thestandard
deviation gives an indication afstrument or measurement tempovaliability. By comparing
standarddeviations of similar dataets fromall the CEMSs, it is possible tspeculate which
instruments show higher measurement uncertaitye purpose ofthese testsvas to operate the
facility in such a manner as to minimize concentration variabilities.



Results will be used from this test to speculate which performance specifications in the draft MACT
rule are achievable, and which may not be. A technical basis will be prdeidddcisions on long-

term performance testing ahultimetal CEMs, which is required beforeuse as aregulatory
compliance instrument.

EXPERIMENTAL

Multimetal CEMs Tested

Seven multimetal CEMs wetested. Otfthese, two arécommercially available” (althoughwith
very limitedfield experience) anfive are prototypes undedevelopment byesearch laboratories.
Table 1 lists the technology, developing organization, and spdisscgach CEM participant. The
eighth participantLaser Diagnosticsinc., testedonly data analysis software, post-processing
Sandia’s raw spectroscopy signal to calculate metal concentrations of their own.

Test Procedures

Testing was performed in tHePA’s pilot-scaleRKIS facility (see Figure 1). The sevenCEMs
were tested side by side in a long duct followingsecondary combustion chamberthe RKIS.
Two different concentrations o$ix toxic metals were introduced into the incinerator —
approximately 15 and 75 pg/dscm of As, Bel, Cr, Pband Hg(note, antimony wasot reported
because it was recentlyropped fromthe metals regulated in the draft MACT rule). These
concentrationsvere chosen to be close to emission standardhendraft MACT rule and the
estimated Mthod Detection Limits (MDLs) required of a CEMfor regulatory compliance
purposes.

Test procedures focusedainly on collecting datfor RA calculations. These calculations work
best with at least nine independent data sets (a data set beavgrdige CEMmeasurement during
a time period Wwen EPARMSs are being sampled). Thewsstswerestructured tacollect 10 RM
samples at each of the 2 different metal concentrations, for a total of 20 RM samples.

The metals were introduced into the flue gas at a steady rate by injecting and atomaijog@rs

metal solutiondirectly into theincinerator’'s secondary combustion chamber’s afterbutaere.

Flyash particles (taken from a coal-firedtility boiler) containing metals and other inorganic
elements were also entrained in an air stream and injected into the incinerator {heseiondary
combustion chamber to simulate flue gas particulate loadings typical offthosedownstream of

a particulate control device. The additional elements present in the flyash provided potential spectral
interferants that would be representative of field operation.h&ardous or othewaste was fed

into the incineratoduring the tests. EPA RM measurementsere made at twdocations in the

duct, one near the upstream CEMs and one near the downstream CEMs.



RESULTS

Table 2lists the averageneasurements made by the CEMs compared t@vwbege of the RM
measurements. Table 3 lists the RA calculation results for the various CEMs.

Results from these tests show that no CEMs met performance specifications in EPAVBAGr&ft

rule for hazardous waste incinerators during these tests. Only dme GEMs tested was able to
measure all six metals at concentrations tested. Even so, the RA of this CEM varied between 35 and
100%, not 20% otess asrequired in the EPA performance specification. Because of these
observations, it is theuthors’ conclusionthat no multimetal CEM isready for long-term
performance validation for use in compliance monitoring applications given the current performance
specifications requiretbr that purpose. Since sampling and measurement of Hg is a consistent
problem for multimetal as well as dedicated Hg CEMs, it is suggested that developers of the leading
technologies participate in an upcomiBfE-sponsored workshop tsolve these and other
common CEM measurement issues.

So far, only relative accuracy has been examined, which compareserdgeCEM results to the
results of RM measurements. It is also usefubppreciate the discrete nature of the CEM
measurements. Eachblativeaccuracy comparisorepresentshe average ofens or hundreds of
datapoints. Whenthe CEM data are plotted as concentratiersustime, it can beseenhow the
discrete data points vary during the averaging time.

Eventhoughdata variability isnot addressed ithe draft EPA MACT rule CEM performance
specifications, itwill be important if CEM measurememgsultsare to beused for establishing
regulatory compliance or for process control. Becaudbeofack ofmethods tacharacterizeshort
term variations in metatoncentrations in the duct stack, it isnot known how much of the
variation displayed by the CEMesults is due tthe instrument versus how much is characteristic
of the gas stream being measured. Figure 2 shows real-time chromium concemtsatisnfor six

of the seven CEMs tested, asuaction oftime, for the first test day. To equitablgompare the
variability of theresults fromthe different CEMs, 9&econdswas adopted as standarddata
averagingand reportingoeriod,and the mdividual data paits were re-averagetfom each of the
CEMs to periods of that length.

Figure 2 showshat the variability isconsiderably differenfor eachinstrument. In addition to
reporting concentrationseveral times larger than thesults ofthe RM measurements, the Sandia
LIBS and PSI SIBS systems showtbe mostvariability in real-time data. ThBial LIBS results
also had a more variability than those of the other CEMs. The Navy/TJA, Dial ICP, ansliRE
results had the smallest real-time variability.

The standarddeviation of the real-time datduring each RM measurememperiod provides a
measure of variability. Figure 3 shows standard deviations for CEM data taken foat ttestday,



The total length of the error bar is 2 standard deviations. The averagestdritiarddeviations for
the CEM data acquireduring those RMmeasuremenperiods is shown as an error bar on the
averageconcentratiorfor each CEM. The horizontal line Figure 3 isthe averageoncentration
measured from the five RM measurements made that day.

As can beseen from Figure 3, 90-second-averadathfrom the CEMs would likely not bgery
useful for process control @ompliance --assuming caistrophic eventsuch as baghoudailure
are monitored using other rapid-response instrungml as pressure gauges. It appéasthe
characteristictime for changes in emissions in thiscinerator is longer than th80-second
averaging time, perhaps on the order of many minutes. Future data from Riulinetal CEMs
should beable to substantiatthis hypothesis. Iraddition, the performance observéat the
HEST/XRFtechniquealthough not strictly a CEM (sampling continuously but caalyzing
daily or weekly), suggests that a semi-continuous analyzer may have practical applications.

CONCLUSIONS

This testprovided performance data that can used to assesthe current state of the art in
multimetal CEMs. Thesedata,and theanalyses presented in this paper &émel forthcomingfinal
report, support the following conclusions:

. The Navy/TJAICP systencan measurall six metals.However,the RA of the Navy/TJA
system varies from 35 to 100%.

. The HEST/XRF, although it does not analyze in real-time, and DIAL ICP most likely can be
adapted to measure all six metals.

. The test results showed that, for the As and Cd emission lines employ#tk aedolution
of the spectrometric systems employed, the LIBS and SiB&ms suffered from sgiral
interference that preventeiimultaneous measurement of As and Cd at the concentration
levels ofinterest. However, the LIBS or SIBS systemsould be adapted to measure
extractive samples, either as a replacerfantne XRF analyzing thelEST samplingfilter
paper, or in real-time using an extractive measurement cell.

. None of the analyzers tested demonstrated the capability to measixevadtals at or near
concentrations tested hergth therequired RA of 20%; therefore no CEMs appear ready
for long-term testing.

. Based on these tests, it is unknowinetherRAs lessthan20% are achievable witlburrent
technology. It is not known ketherthis is an inherent riitation of the CEMs or a
temporary operational problem that exhibited itself during these tests.



. Additional testingwith Hg would beuseful toisolate the cause of measurementors
between RM sampling/analysis and CEM sampling/analysis.

. Developers do notise the same method to estimad#DLs. Thus, MDLs cannot be
compared between different instruments until a common method is used.

. “Batch” monitoring techniques that pre-concentra@mples onfilter paper for post-
analysis, such as the HEST/XRF systene, simpler and may Hessexpensive to operate
and maintain than a true “real-time” CEM.

. If a new multimetal CEM calibratioprocedurewere developed, itould spawn a new
validation procedure that would allaassessment of RAithout usingthe EPARM. This
would reduce the uncertainty in RA&ssessments due tmcertainties in the RM, and
therefore might create a more achievable performance requirement.
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Figure Captions
Figure 1. EPA Rotary Kiln Incinerator Simulator.

Figure 2. Real-time chromium concentrations for 6 of 7 CEMs tested as function of time during
first day of testing, compared to RM results (horizontal bars).

Figure 3. Average cadmium and chromium concentrations measured by each CEM, compared to the
average of five reference method measurements taken on Test Day #1 (9/22/97). Error bars on
CEM data indicate the average of standard deviations during each reference method time period.
Table Captions

Table 1. Summary of multimetal CEM technologies, organizations, and sponsors.

Table 2. Average RM and CEM measurements during 10 high concentration and 10 low
concentration tests, pg/dscm.

Table 3. Relative accuracy of each multimetal CEM at high and low concentrations.
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results (horizontal bars).
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Table 1. Summary of multimetal CEM technologies, organizations, and sponsors

Technology Developing iPrinciple of Abbrevia- :iSponsoring
Organization iOperation tion used iOrganization

Inductively Coupled u. S. ICP excites metal iNavy/TJA iU.S. Army

Plasma - Atomic Emissié@department of iatoms;quantitation iSICP Demilitarization

Spectrometry (ICP-AES)iDefense (DoD) ibased on wavelength Technology Office
Naval Air and intensity of Commercialy availablé

\Warfare Center

emitted light
(extractive)

through Thermo Jarrée
Ash

(§4}

Inductively Coupled

Diagnostic

Plasma Atomic Emissicimstrumentation

Spectroscopy (ICP-AES)

and Analytical
Laboratory
(DIAL) at
Mississippi
State Universit

ICP excites metal
iatoms;quantitation ig

and intensity of
emitted light
(extractive)

DIAL ICP
Mono &

based on wavelengtfHiRIS

U. S. DOE
Characterization,
Monitoring, and Sens
Technology
Crosscutting Progran
(DOE CMST-CP)

Hazardous Element
Sampling Train with X-
Ray Fluorescence
(HEST/XRF)

Private. Coope
Environmental
Services, Inc.

Samples caught on
filter; offline XRF
guantifies metals
(extractive)

HEST/XRF

Private. Cooper
Environmental
Services, Inc.

through CES, Inc.

Commercialy availablé

D

Laser Induced BreakdownDIAL at

Spectrometry - Atomic
Emission Spectroscopy
(LIBS)

Mississippi
State Universit

Laser excites metal
atoms;quantitation ig
based on wavelengt
and intensity of
emitted lght (in situ)

DIAL LIBS

DOE CMST-CP

Laser Induced Breakdowrt
Spectrometry - Atomic
Emission Spectroscopy
(LIBS)

Sandia National
Laboratories,
Livermore, CA

iLaser excites metal
atoms;quantitation is
based on wavelengt
and intensity of
emitted lght (in situ)

Sandia LIBS

U.S. DOE CMST-CP
and the U.S. Army
Demilitarization
Technology Office

Spark-Induced Breakdowr:
Spectroscopy

Physical
Sciences Inc.

Electric spark excite
metal atoms;
guantitation is based
on wavelength and
intensity of emitted

PS| SIBS

U.S. DOE, FETC

light (in situ)
Microwave Induced PlasnMassachusetts iMicrowave excites MIT MIPS iU. S. DOE Mixed
Spectroscopy Institute of metal atoms; \Waste Focus Area
Technology guantitation is based

on wavelength and
intensity of emitted
light (extractive)

Calibration Technique forLaser

LIBS

Diagnostics Inc.

N/A

L oge

DOE CMST-CP




Table 2. Average RM and CEM measurements during 10 high concentration and 10 low concentration tests, pug/dscm.

Concentration Avg. RM | Navy/TJA| HEST/XRF| DIAL ICP |DIAL ICP|DIAL LIBS|Sandia LIBY PSI SIBS| MIT MIP$ Lage
meas. ICP Mono HIiRIS

High (Target 75)

As (32 to 90) 72 40 59

Be (26 to 83) 62 47 44 16 47 163 56 6

Cr (34 to 78) 62 33 43 38 68 196 125 52 14

Cd (31 to 86) 69 44 70 53 65 92 270 1

Pb (34 to 101) 78 38 58 76 110 25 80

Hg (104 to 226) 182 23 111 146

Low (Target 15)

As (16 to 33) 26 14 19

Be (11 to 26) 20 14 13 10 16 85 21 6

Cr (17 to 33) 27 15 17 9 29 70 58 18 18

Cd (13 to 28) 21 11 27 8 31 77 0

Pb (15 to 35) 27 12 17 20 33 9 19

Hg (25 to 53) 38 11 18 16

Note: Blank cells indicate that no measurement was made at that condition



Table 3. Relative accuracy of each multimetal CEM at high and low concentrations.

Concentration (g/dscnp) Avg. Navy /| HEST/| DIAL | DIAL DIAL [ Sandig PSI| MIT Loge
RM TJA XRF ICP ICP LIBS LIBS| SIBY MIPS
ICP Mond HIRIS

High (Target 75)
As (32 to 90) 72 57% 31%

Be (26 to 83) 62 36% 38% 92% 4994  176% N/A* 128%
Cr (34 to 78) 62 56% 43% 64% 4204  253% [ 15190  39% 1019
Cd (31 to 86) 69 49% 22% 409 84% 67% 341% ND
Pb (34 to 101) 78 64% 47% 199 669 89po 28

Hg (104 to 226) 182 96% 53% 439

Low (Target 15)

As (16 to 33) 26 81% 39%

Be (11 to 26)** 20 51% 46% 55% 37%|  367% 37% 91%
Cr (17 to 33) 27 76% 46% 76% 199  196% | 16394  98% 65%
Cd (13 to 28)** 21 86% 55% 84% 78%|  290% 112%
Pb (15 to 35)** 27 103% 48% 45% 37% 829 509

Hg (25 to 53) 38 94% 66% 96%

* Only one CEM measurement for this data set. Relative accuracy is not defined for only one data point in a set.

* % Relative accuracies should be measured at close to emission limit. These numbers are lower than emission limit in draft MACT
rule, making these relative accuracies not particularly meaningful.



